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Debugging embedded systems often involves looking for 

clues that are hard to discover just by looking at one domain 

at a time. The ability to look at time and frequency domains 

simultaneously can offer important insights. Mixed domain 

analysis is especially useful for answering questions such as:

• What’s going on with my power rail voltage when  
I’m transmitting wireless data?  

• Where are the emissions coming from every time  
I access memory?  

• How long does it take for my PLL to stabilize  
after power-on?

Mixed domain analysis can help answer questions like these 

by providing views of time domain waveforms and frequency 

domain spectra in a synchronized view. Up until recently, the 

Tektronix MDO4000C mixed domain oscilloscope has been 

the only oscilloscope to offer synchronized time and frequency 

domain analysis with independent control over waveform and 

spectrum views. 

To address this need, the 4, 5 and 6 Series MSO mixed signal 

oscilloscopes offer an analysis tool called Spectrum View.  It is 

an option in the 4 Series MSO and a standard feature in the 5 

and 6 Series MSOs. It delivers several key capabilities:

• Enables the use of familiar spectrum analysis controls 
(Center Frequency, Span and RBW)

• Allows optimization of both time domain and frequency 
domain displays independently

• Enables a signal to be viewed in both a waveform view  
and a spectrum view without splitting the signal into 
different inputs

• Enables accurate correlation of time domain events and 
frequency domain measurements (and vice versa)

• Significantly improves achievable frequency resolution  
in the frequency domain

• Improves the update rate of the spectrum display

FIGURE 1. Spectrum View enables simultaneous analog and spectrum views with independent controls in each domain.
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A new architecture
Spectrum View uses patented hardware built into the 

instruments.  To understand how it works, it is important to 

note that digital oscilloscopes generally run their analog-to-

digital converters (ADC) at the maximum sample rate. The 

stream of ADC samples is then sent to a decimator that keeps 

every Nth sample. At the fastest sweep speeds, all samples are 

kept. At slower sweep speeds, it’s assumed the user is looking 

at slower signals and a fraction of the ADC samples are kept. 

In short, the purpose of the decimator is to keep the record 

length as small as possible while still providing adequate 

sample rate to view signals of interest in the time domain.

In the 4, 5 and 6 Series MSOs, behind each FlexChannel input 

is a 12-bit ADC inside a custom ASIC. As shown in Figure 2, 

each ADC sends high-speed digitized data down two paths. 

One path leads to hardware decimators which determine the 

rate at which time domain samples are stored. The second 

path leads to digital down-converters also implemented in 

hardware. This approach enables independent control of the 

time domain and frequency domain acquisitions, allowing 

optimization of both waveform and spectrum views of a given 

signal. It also makes much more efficient use of the long but 

finite record length available in these instruments.

FIGURE 2. Digital down converters implemented on a custom ASIC enable simultaneous waveform and spectrum views with independent controls 
in the Tektronix 4, 5 and 6 Series MSOs.
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Spectrum View with independent 
controls vs. conventional FFT
Although spectrum analyzers are designed specifically for 

viewing signals in the frequency domain, they are not always 

readily available. Scopes, on the other hand, are almost always 

nearby in the lab so engineers tend to rely on scopes as much 

as possible. For this reason, oscilloscopes have included 

math-based FFTs (fast Fourier transforms) for decades. 

However, FFTs are notoriously difficult to use for two reasons.  

First, for frequency domain analysis, spectrum analyzer 

controls like center frequency, span and resolution bandwidth 

(RBW) make it easy to define the spectrum of interest. In most 

cases, however, oscilloscope FFTs only support traditional 

controls such as sample rate, record length and time/div, 

making it difficult to get to the desired view.  

Second, even if the scope offers spectrum analyzer style 

controls, the FFT is driven by the same acquisition system 

as that used for the analog time domain view.  Changing the 

center frequency, span, or resolution bandwidth will change 

the scope’s horizontal scale, sample rate and record length 

in unanticipated and undesired ways. Once the desired 

frequency domain view is achieved, the time domain view 

of other signals is no longer usable.  When adjustments are 

made to horizontal scale, sample rate, or record length to 

again achieve the desired time domain view, the FFT view is no 

longer usable.  For example, the next two screenshots taken 

from an MDO3000 illustrate the time domain and FFT views of 

a spread spectrum clock that moves from 97 MHz to 100 MHz.  

In Figure 3, the time domain view enables easy visualization of 

the clock, but the FFT doesn’t have adequate resolution to be 

useful.  In Figure 4, the FFT shows the spread spectrum nature 

of the clock, but the time domain view is no longer helpful.  

FIGURE 3. With the time domain optimized using conventional FFTs, frequency domain detail is lacking on this spread-spectrum clock signal.
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Spectrum View provides the ability to adjust the frequency domain using 

familiar center frequency, span and RBW controls. 

And because these controls do not interact with the time domain scaling, it 

is possible to optimize both views independently as shown in Figure 5.

FIGURE 4. With the FFT view optimized, the time domain view of the clock signal is now not useful.
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Spectrum Time
An on-screen indicator called Spectrum Time is used to 

indicate where in time the spectrum shown in the Spectrum 

View window came from.  The width of the Spectrum 

Time indicator is simply the Window Factor divided by the 

Resolution Bandwidth.  (See the appendix for more on 

window factors.) You can move Spectrum Time throughout the 

acquisition to see how the frequency domain view changes 

over time.  You can even do this on a stopped acquisition.  

In Figures 6 through 9, we’ve captured the startup sequence 

of the spread spectrum clock discussed earlier. The Spectrum 

Time indicator appears very narrow in the screenshots and 

is highlighted by a red box to assist the reader.  In this case, 

Spectrum Time is 1.9 (Window Factor) / 10,000 (RBW) = 190µs 

wide.

FIGURE 5. Looking at the same spread-spectrum clock signal as Figures 3 and 4, Spectrum View enables optimized views of both time and 
frequency domains at the same time.
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FIGURE 6. Spectrum Time (highlighted with a red box) is placed early in the acquisition, before the trigger event.  As expected, there aren’t any 
strong signals in the frequency domain as the clock has not turned on yet.

FIGURE 7. Spectrum Time placed approximately 20 ms after the clock turned on.  Notice that the clock is not spread spectrum yet, it’s merely 
sitting at 94 MHz.  

http://tek.com
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FIGURE 8. Spectrum Time placed approximately 300 ms after the clock turned on.  Notice that the clock is now exhibiting spread spectrum 
behavior, but it’s using more of the spectrum than intended. The cursors show the expected spread spectrum width.

FIGURE 9. Spectrum Time placed approximately 324 ms after the clock turned on.  Notice that the clock is now exhibiting spread spectrum 
behavior and is within the intended spectrum operating range. 
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Time correlation with other signals
In addition to showing how a frequency domain signal changes over time, 

Spectrum Time allows you to time correlate events in the frequency domain 

with other signals of interest in your system.  In Figure 10, we’ve captured 

the startup of a PLL/VCO.

• Channel 1 (yellow) is the VCO enable signal

• Channel 2 (cyan) is the PLL voltage.

• Channel 3 (not shown) is configured as eight digital channels and is 
probing the SPI bus that controls the PLL/VCO.

• Channel 4 is the RF output.

FIGURE 10. We are triggering on the SPI bus command that tells the VCO what frequency to tune to.  In this case, it’s 2.4 GHz.  Using Spectrum 
Time, we were able to scroll through the acquisition and see when the RF output stabilized at 2.4 GHz.  Then, using cursors, we can measure from 
the trigger event to Spectrum Time’s location and see that it took 304 µs for the output to achieve the desired frequency. 
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Multi-channel analysis
For more complex troubleshooting, Spectrum View is available on multiple 

channels, as shown in Figure 11. Each of the two color-coded analog 

waveforms has a corresponding spectrum. Note that there is now a 

Spectrum Time indicator for each channel.  By default, all Spectrum Time 

indicators are locked together and move together as you pan through the 

acquisition.  This ensures you are seeing time correlated spectrums across 

all channels. In this example, the two channels show the startup of a clock 

signal from two different points in a circuit.

FIGURE 11. When debugging tasks demand it, multiple channels can be analyzed simultaneously. Here, two channels show the startup of a clock 
signal from two different points in a circuit.

For very advanced troubleshooting, Spectrum 

Times can be unlocked and moved independently 

from each other.  In addition the center frequency 

of each spectrum can be shifted independently, 

however all Spectrum View channels must share 

the same Span, Resolution Bandwidth and 

Window Type.
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Toward more efficient system analysis
Efficient embedded system analysis and debugging begins 

and ends with insight. How can you possibly figure out 

why a system isn’t working as expected without precise, 

synchronized insight into both time and frequency domains? 

The answer is you can’t, and engineers have long recognized 

this but they have been constrained by limitations in 

conventional oscilloscope FFTs. 

Spectrum View, enabled by next-generation ASIC technology, 

solves these challenges and provides a number of significant 

advances:

• Enables the use of familiar spectrum analysis controls 
(Center Frequency, Span and RBW)

• Allows optimization of both time domain and frequency 
domain displays independently

• Improves the update rate of the spectrum display

• Significantly improves achievable frequency resolution in 
the frequency domain

• Enables a signal to be viewed in both a waveform view and 
a spectrum view without splitting the signal path

• Enables easy investigation of how the frequency domain 
view changes over time and throughout an acquisition.

• Enables easy and accurate correlation of time domain 
events and frequency domain events

APPENDIX

A DETAILED EXAMPLE:  
CONVENTIONAL FFT VS. SPECTRUM VIEW

The challenges with conventional FFTs go well beyond ease 

of use. To illustrate the performance tradeoffs engineers must 

consider, let’s say we have a tone at 900 MHz and want to 

view its phase noise out to 50 kHz on either side of the tone 

with 100 Hz resolution. Ideally, the spectral view should have 

the following settings:

• Center frequency:  900 MHz

• Span:  100 kHz

• RBW:  100 Hz

Conventional Oscilloscope FFT

With a traditional scope FFT, horizontal scale, sample rate and 

record length settings determine how the FFT works and must 

be considered holistically to produce the desired view.

Horizontal scale determines the total amount of time acquired. 

In the frequency domain, the total amount of time acquired 

determines your resolution. The more time you acquire, the 

better resolution you get in the frequency domain. 

To resolve 100 Hz, we need to acquire at least (1/100 Hz) = 

10 ms of time. However, in reality we need to acquire nearly 

double that amount of time. The beginning and end of the 

acquisitions introduce discontinuities (and thus error) into 

the resulting spectrum. To minimize these discontinuities, the 

acquired record is multiplied by an FFT “window”. Most FFT 

windows have a bell or Gaussian shape where the ends are 

very low and the middle is high.  The resulting spectrum that is 

shown is primarily driven by the middle portion of the record. 

Each window type has a constant associated with it. For this 

example, using a Blackman-Harris window type with a factor 

of 1.90 would require that we acquire:

10 ms ×1.9=19 ms

Sample rate determines the maximum frequency in the 

spectrum, where Fmax = SR/2. For a 900 MHz signal, we need 

a sample rate of at least 1.8 GS/s. Using the analog sampling 

on the 5 Series as an example, we would sample at 3.125 

GS/s (first available sample rate above 1.8 GS/s).

http://tek.com
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Now we can determine the record length. This is simply Time 

Acquired * Sample Rate. In this case, it’s:

19 ms ×3.125 GS⁄s = 59.375 Mpoints

Depending on the instrument, this record length may not even 

be available. And even if the scope has enough record length, 

many scopes limit the maximum length of an FFT because it is 

computationally intensive. For example, previous-generation 

Tektronix oscilloscopes have a maximum FFT length of 

approximately 2 Mpoints. Assuming you still want to see the 

900 MHz signal (which requires the high sample rate), you’d 

have to acquire approximately 1/30th of the desired time 

resulting in 30 times worse resolution in the frequency domain 

than desired.  

As this example illustrates, setting up a desired view requires 

an appreciation of the complex interactions between horizontal 

scale, sample rate, and record length. Moreover, the reality 

of finite record length forces undesirable compromise and 

observing high-frequency signals with good resolution in the 

frequency domain requires extremely long data records which 

are often unavailable, or expensive and time-consuming to 

process. Although some spectral analysis packages attempt to 

manage these tradeoffs, all oscilloscope FFTs to date face the 

limitations described above.

Spectrum View

Now let’s see how Spectrum View with the hardware digital 

downconversion handles the same challenge. 

The total time acquired still determines the resolution in the 

frequency domain. We also still need to apply an FFT window 

and acquire data for 19 ms. In the 4, 5 and 6 Series MSOs the 

ADC sends digitized time domain data to a decimator to create 

the time domain waveform view, but it also sends the data to 

the digital downconverter (DDC). 

As you might expect, the DDC has a profound effect on the 

required sample rate. The DDC shifts the center frequency 

of interest from 900 MHz to 0 Hz. Now the 100 kHz span 

goes from -50 kHz to 50 kHz. To adequately sample a 50 kHz 

signal, we only need a sample rate of 125 kS/s. Notice that by 

inserting the DDC into the acquisition process, the sample rate 

required becomes a function of span, not center frequency. 

Record length is governed by the same relationship as before, 

but it is now:

19 ms ×125 kS⁄s = 2375 points

The data is stored as in-phase and quadrature (I&Q) samples 

and precise synchronization is maintained between the time 

domain data and the I&Q data. Remember, in the case of 

a conventional FFT the required record length was 59.375 

Mpoints. The down-converted record only requires 2,375 

points (99.996% data reduction).  

Now we perform an FFT on the 2,375 point I&Q record to get 

the desired spectrum. This dramatic reduction in the number of 

data points creates several important advantages:

• Update rate is greatly improved

• Much longer timespans can be processed and thus much 
better frequency resolution can be achieved in spectrum 
analysis

• The desired frequency domain view can be captured 
without changing the time domain view in any way
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TEK.COM  |  13

APPLICATION NOTESpectrum View: A New Approach to Frequency Domain Analysis on Oscilloscopes

http://tek.com


Find more valuable resources at TEK.COM

Copyright © Tektronix. All rights reserved. Tektronix products are covered by U.S. and foreign patents, issued and pending. Information in this publication supersedes that  
in all previously published material. Specification and price change privileges reserved. TEKTRONIX and TEK are registered trademarks of Tektronix, Inc. All other trade names 
referenced are the service marks, trademarks or registered trademarks of their respective companies. 
05/19   EA   48W-61563-0

Contact Information:
 Australia* 1 800 709 465

Austria 00800 2255 4835

Balkans, Israel, South Africa and other ISE Countries +41 52 675 3777

Belgium* 00800 2255 4835

Brazil +55 (11) 3759 7627

Canada 1 800 833 9200

Central East Europe / Baltics +41 52 675 3777

Central Europe / Greece +41 52 675 3777

Denmark +45 80 88 1401

Finland +41 52 675 3777

France* 00800 2255 4835

Germany* 00800 2255 4835

Hong Kong 400 820 5835

India 000 800 650 1835

Indonesia 007 803 601 5249

Italy 00800 2255 4835

Japan 81 (3) 6714 3086

Luxembourg +41 52 675 3777

Malaysia 1 800 22 55835

Mexico, Central/South America and Caribbean 52 (55) 56 04 50 90

Middle East, Asia, and North Africa +41 52 675 3777

The Netherlands* 00800 2255 4835

New Zealand 0800 800 238

Norway 800 16098

People’s Republic of China 400 820 5835

Philippines 1 800 1601 0077

Poland +41 52 675 3777

Portugal 80 08 12370

Republic of Korea +82 2 565 1455

Russia / CIS +7 (495) 6647564

Singapore 800 6011 473

South Africa +41 52 675 3777

Spain* 00800 2255 4835

Sweden* 00800 2255 4835

Switzerland* 00800 2255 4835

Taiwan 886 (2) 2656 6688

Thailand 1 800 011 931

United Kingdom / Ireland* 00800 2255 4835

USA 1 800 833 9200

Vietnam 12060128

* European toll-free number. If not

accessible, call: +41 52 675 3777
Rev. 02.2018

1064 Centre Rd
Oakleigh South Vic 3167 
Australia
1300 360 251 
info@vicom.com.au 
www.vicom.com.au

Grd Floor, 60 Grafton Road 
Auckland 1010
New Zealand
+64 9 379 4596
info@vicom.co.nz
www.vicom.co.nz

Vicom New ZealandFor More Information: Vicom Australia

tek.com
http://tek.com

